MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY RECEIVED
By Carol Day at 12:19 pm, Apr 07, 2014

HEFPURT #b

Complete this report al the time of the ragular monthly preventive maintenance check (not to excead 35 days).
Complete this report whenever lhe instrument is serviced or repaired and whenever it is placed into service.

Relain the original and send a copy within 15 days to the Breath Alcohol Program, DHES. ,
DATAMASTER SN WAME OF AGENCY DATE OF INSPECTION *
204135 Missouri State Highway Palrol 04/03/2014

LOCATION OF IHSTAURENT (STREET AND CITY) TIME OF INSPECTION

PIKE COUNTY SHERIFF'S DEPT., BOWLING GREEN, MO, 63334 8:43 am
CHECKLIST: Place a mark in the box by each item If found to be satisfactory or [f operating within established limits. {Wrile in cbserved values
where determined.) Unmarksd ilems must be corrected belore ysing instrument,

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printouty 04-03-14 @ 0843
GOMPUTER [} pETECTOR
. PROGRAM FILTERS
[/] HEATERS SAMPLE CHAMBER 49°¢ QUARTZ STANDARD
FLOW DETECTOR ] caLBRATION
PUMP HIGH SPEED /] PRINTER

[Y] INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER RepGo Marketing Inc. Lot # 12002 EXP. DATE 08/29/2014
[/l SMULATOR TEMP (34°C +£0.2°C) 34.0 °C SIMULATOR SN G6831 EXP. DATE 05/02/2014

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run lhree lests using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
#  less. Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.106% INCLUSIVE
E] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST1 # 103 TESTZ2 <« 103 TEST3 = 103

(Zl PERFORM R.EL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

AEFUSALS O |{0-040) 0 {.05-.09) 2 {.10-.14) 5 {,15-.19) 1 OVER .19 0

LIST ANY HEVY PARTS AND DESCHIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TG RESTORE THE INSTRUMENT TO GPERATE SATISPACTORILY AND ¥\THIN ESTABLISHED LINTS
{USE OTHER SIDE IF HECESSARY).

PIMNT FULE NAME

smwsnéwn (7 L
' , P e Ry TROOPER P. C. LONG
TYPE i PERMIT RURRE1EXRIRATION DAYES TELEPHONE NUMBER
o 220151 06/26/2014 {636) 300-2800
RETURN COMPLETED REPORT TO THE: Brealh Alcohol Progrant, MO Department of Health and Senior Services, Southeast District Oftice

2875 James Bivd.
Poptar Bluff, MO 63901
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Rpplio Mapsiwring Inve,

AHE100 STONYRROOK DRIVE
RALEIGHL MG 276804
QL6540

£ ‘5"”:; 3/ (\{.r\

RIANUFACTURER AND SUPPLIEN lepUo Marketing, foe.
LA L 'i ?t%’.fz;_lfé-{: 2007
BB/ : :

Fept o iavketing, tne caviifies the sollowing:

KepCo Maketing, Ine, monafactured, tested and supplied Lot Numbe
£2002 ol Ajcohol Certitied Solution for simulators, Random samples of said lot
aumber were analyzed by an independent laboratory uiilizing a sas chromatograph
and found 10 congain P20 awddl 12003 gims/d] wifvol ethanol (95%
Contidence),

The alcobol and distilled water used m the solution were found io be free of
any irterferring substance,
This solution will produce a vapor alechol vatlue of L1908 +/-3% gms/210L

Breath when heoted 10 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator

(4594 Confidence ).

The date of manutactiwe for this lot number is  Awpgust 30, 72012

e
—

The expiration date for this lot numbey s Anpust 29, 2014

F1:59 man
This documeni i= a rus represeniption of the original Certificate of Analvsis,
, i]
kf_‘,:i %._m._,,;\’;;'? P e
Cecit B, Garner, President
Replo Marketng, Inc.
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State of Missouri
DEPARTMENT OF HEALTH

1T

PAUL C LONG

is hereby authorized to Instruct and supervise operators, train Instructors, Inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the aicoholic content of blood from a saimple of expired (alveolar)
air. [ssued under the provisions of sections §77.020 through 677.041, RSMo 1986.

" L2
06/26/2012 | L i Se T
o Diraclor of Stale Public Health Laboratory
220151

Number

Explres 06/2 6/20 1 4

‘%”7‘7{,7:; Z%ﬁm.%

Director, Department of Health

140 580-0771 {7-88) Lab, 4 (A7-08)




